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INTRODUCTION 


PURPOSE . 

The  objectives  of  this  investigation 
were  to  quantify  exhaust  emission  levels 
of  aircraft  turbine  engines  which  had 
undergone  extensive  maintenance,  deter¬ 
mine  the  variability  of  these  emission 
levels,  and  evaluate  to  what  extent 
these  emission  levels  were  affected  by 
various  types  of  maintenance. 

BACKGROUND. 

In  accordance  with  the  Clean  Air  Act  and 
the  Clean  Air  Amendments  of  1970 
(reference  1),  the  Environmental 
Protection  Agency  (EPA)  in  1973  estab¬ 
lished  aircraft  turbine  engine  emission 
standards.  The  Department  of  Trans¬ 
portation  and,  specifically  the  Federal 
Aviation  Administration  (FAA) ,  were 
charged  with  promulgating  regulations 
enforcing  these  standards.  Changes 
to  these  standards  (AO  CFR,  Part  87) 
(reference  2)  have  been  drafted  and  are 
being  evaluated,  but  there  remains  a 
requirement  to  quantify  the  emission 
levels  of  turbine  engines  throughout 
their  operational  life.  To  meet  this 
requirement,  the  emission  levels  of 
newly  manufactured  engines  have  been  and 
still  are  being  investigated.  Present 
data  on  the  effects  of  "heavy"  and  "on 
condition"  maintenance  on  turbine  engine 
emission  levels  are  limited.  In  order 
to  formulate  regulations  for  control  of 
aircraft  exhaust  emissions  and  to 
establish  the  requirements  for 
redemonstration  of  compliance  with  EPA 
standards  after  initial  certification, 
the  FAA  must  have  a  firm  indication  of 
the  effects  of  such  maintenance  on 
turbine  engine  emission  levels. 

This  report  provides  emission  data  from 
Pratt  and  Whitney  (PWA)  JT8D  engines 
tested  at  the  Pan  American  World  Airways 
(Pan  Am)  facilities  located  at  John  F. 
Kennedy  International  Airport  (JFK),  New 
York.  The  data  herein  will  further 


enhance  that  data  base  required  by  the 
FAA  so  that  reasonable  and  appropriate 
standards  and  retest  requirements  can  be 
prepared. 

METHODOLOGY. 

The  turbine  engine  exhaust  constituents 
which  were  measured  included  carbon 
monoxide  (CO),  carbon  dioxide  (CO2), 
hydrocarbons  (THC) ,  oxides  of  nitrogen 
(N0X) ,  and  oxygen  (O2).  It  was 
determined  that  three  engine  types  would 
be  tested:  the  PWA  JT8D-7A,  JT9D-7A,  and 
the  General  Electric  CF6-50.  These 
engines  were  selected  on  the  basis  of 
their  high  in-use  rate,  expected  long¬ 
term  service,  and  availability  of  new 
engine  emission  data.  This  document 
will  report  the  JT8D-7A  test  results. 

A  contractual  effort  with  Pan  Am  was 
initiated  wherein  they  supplied  the 
engine,  test  cell  facilities,  support 
personnel,  and  necessary  engine 
documentation.  The  FAA  provided  the 
emission  measuring  equipment  and  support 
personnel  for  its  operation.  Seven 
JT8D-7A  engine  tests  were  conducted  at 
the  main  Pan  Am  maintenance  facility 
located  at  JFK,  Jamaica,  New  York. 
These  engines  were  shipped  to  JFK  for 
normal  "on  condition"  maintenance  from 
Pan  Ain's  Internal  German  Service 
Division  fleet  of  B727  aircraft  located 
in  Europe. 


DISCUSSION 


DESCRIPTION  OF  ENGINE. 

The  PWA  JT8D-7A  is  an  axial  flow,  front 
turbofan,  two-spool  engine  rated  at 
14,000  pounds  thrust.  A  six-stage 
low-pressure  compressor  (Nj)  is  driven 
by  the  second-,  third-,  and  fourth-stage 
turbines,  while  a  seven-stage  high- 
pressure  compressor  (N2)  is  driven  by 
the  first-stage  turbine.  The  two-stage 
fan  discharges  into  a  full  length 
annular  duct  which  permits  mixing  of  the 
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secondary  air  and  primary  gas  flows  in  a 
common  exhaust  nozzle.  The  combustion 
section  consists  of  nine  individual 
can-annular  combustion  chambers  which 
incorporate  individual  dual  orifice  type 
fuel  nozzles  (reference  3).  Table  1 
lists  average  corrected  engine 
parameters  encountered  during  testing. 

All  Pan  Am  JT8D  engines  are  operated  to 
JT8D-1  specifications.  The  primary 
difference  between  the  two  models  is: 
the  -7A  is  thrust  rated  to  84*  F  while 
the  -1  is  thrust  rated  to  59*  F.  The 
engines  tested  included  four  JT8D-1 
models  and  three  JT8D-7  models  on  the 
data  plates.  These  engines  have  been 
hardware  reconfigured  to  JT8D-7A 
requirements  and  specifications. 

DESCRIPTION  OF  TEST  PROCEDURE. 

Since  engine  performance  acceptance 
testing  and  emission  sample  testing  were 
conducted  concurrently,  a  modified  test 
sequence  was  adopted  which  would  satisfy 
both  requirements  (table  2). 

Prior  to  testing  for  emissions,  the 
engine  was  trimmed  in  accordance  with 
specified  PWA/Pan  Am  trim  procedures. 

After  the  engine  was  trimmed,  the  power 
was  sequentually  increased  in  steps  as 
shown  in  table  2.  The  stabilization 
times  listed  in  table  2  were  required 
for  the  engine  emissions  to  achieve 
equilibrium. 

DESCRIPTION  OF  MAINTENANCE  PROCEDURES. 

The  Pan  Am  JT8D-7A  engines  were 
maintained  "on  condition."  The  term  "on 
condition"  refers  to  a  general  industry 
wide  maintenance  practice  which  dictates 
an  engine  is  removed  from  service  only 
on  the  condition  that  maintenance  is 
required.  This  differs  from  the  older 
policy  of  removing  an  engine  from 
service  due  to  the  accumulation  of  time 
on  various  rotating  components  (disc 
restrictions).  "On  condition" 
maintenance  also  implies  doing  the 


repair  or  replacement  of  any  other 
parts  found  to  be  faulty  during  a 
maintenance  tear-down.  Table  3  lists 
the  maintenance  performed  on  the  engines 
prior  to  testing.  Note  that  most  of  the 
major  components  have  been  replaced. 
These  engines  were  airlifted  to  JFK  for 
major  maintenance  (overhaul)  from 
Germany. 

DESCRIPTION  OF  TEST  CELL. 

Pan  Am's  test  cell  number  1  at  JFK  was 
used  for  all  JT8D-7A  exhaust  emission 
testing.  This  is  a  sea  level  test  cell 
incorporating  inlet  and  exhaust  sound 
suppression.  The  only  modification  to 
the  test  cell  was  the  drilling  of  a 
4-inch  diameter  hole  in  one  wall  through 
which  the  emission  sample  line  was 
routed.  The  engine  was  mounted  on  a 
thrust  measuring  stand.  Engine 
instrumentation  was  typical  of  that 
required  for  production  engine 
performance  testing.  All  engine  data 
were  manually  recorded  and  processed. 

TEST  CONDITIONS. 

All  JT8D-7A  engine  tests  were  conducted 
between  November  29,  1978,  and  February 
9,  1979.  Table  4  lists  the  minimum  and 
maximum  ambient  conditions  encountered 
during  testing. 

DESCRIPTION  OF  EMISSION  SAMPLING 
HARDWARE . 

The  emission  sampling  probe  utilized  for 
JT8D-7A  testing  is  an  FAA  developed 
design  (reference  4,  and  figures  1  and 
2).  Generally,  the  probe  consists  of  a 
tube  in  the  shape  of  a  diamond.  Each 
leg  of  the  diamond  contains  three 
equally  spaced  sampling  holes  of  equal 
diameter.  The  sampling  tube  was  secured 
to  a  backup  structure  and  positioned  on 
the  exhaust  nozzle  rim  with  four 
equi-spaced  clevis  mounting  pads.  The 
entire  structure  was  secured  to  the 
engine  using  four  tensioning  rods 
between  the  engine  frame  and  a  torsional 
support  ring  attached  to  the  clevis 


pieces  (figure  3).  Thermal  expansion  of 
the  exhaust  nozzle  is  taken  up  by 
compression  springs  incorporated  with 
the  tensioning  rods. 

DESCRIPTION  OF  MOBILE  EMISSIONS  RESEARCH 
FACILITY  (MERE). 

The  MERF,  a  self  contained,  sound 
attenuated,  environmentally  controlled 
mobile  emission  measurement  laboratory 
was  used  for  all  JT8D  turbine  engine 
exhaust  emission  testing  (figure  4). 
Commercially  available  power  was  used  in 
lieu  of  the  on-board  generators. 
Calibration  and  operating  gas  cylinders 
are  carried  on-board  (table  D-l).  A 
heated  external  sample  line  transports 
the  emission  sample  from  the  probe  to 
the  MERF.  Upon  entering  the  MERF,  the 
emission  sample  is  routed  to  the 
analyzers  through  heated  lines.  The 
CO/CO2  sample  is  routed  through  a  gas 
dryer.  The  CO2  analyzer  is  a  Beckman 
model  864  non-d ispers ive  infrared 
(NDIR)  unit  calibrated  on  three  ranges 
at  0-5  percent,  0-3  percent  and  0-1 
percent  full  scale.  The  CO  analyzer  is 
a  Beckman  model  865  NDIR  unit  calibrated 
on  three  ranges  at  0-1000  parts  per 
million  (ppm)  volume,  0-400  ppm  and 
0-100  ppm  full  scale.  The  THC  analyzer 
is  a  Beckman  model  402  flame 
ionization  detector  unit  calibrated  on 
four  ranges  at  0-10  ppm,  0-50  ppm,  0-100 
ppm  and  0-500  ppm  propane  (C3Hg). 
This  analyzer  has  been  modified  to 
improve  its  operation.  These 
modifications  are  described  in  detail  in 
reference  5.  The  N0X  analyzer  is  a 
Beckman  model  951HX  atmospheric 
pressure,  heated,  chemilluminescent 
analyzer  calibrated  on  five  ranges  at 
0-10  ppm,  0-25  ppm,  0-100  ppm,  0-250  ppm 
and  0-1000  ppm  full  scale.  The  O2 
analyzer  is  a  Beckman  model  OM-11 
medical  unit  with  a  po 1 arog r aph ic 
sensor.  The  advanced  sensor  and 
amplification  system  combine  to  make 
this  analyzer  an  extremely  fast 
responding  and  highly  accurate 
instrument.  It  is  calibrated  up  to  20.9 
percent  oxygen. 


The  MERF  data  acquisition  system,  based 
on  a  Hewlett-Packard  9830B  calculator, 
receives  the  analyzer  outputs  and 
converts  this  information  to  actual 
emission  concentrations  which  are 
printed  out  after  each  data  point. 
Communications  between  the  MERF  operator 
and  the  engine  operator's  station  is 
provided  by  a  David  Clark  Company  model 
U3400  utility  intercom  system. 

A  more  detailed  description  of  the  MERF 
systems  may  be  found  in  appendix  D. 

DESCRIPTION  OF  MERF  OPERATION. 

A  multipoint  calibration  on  each  range 
of  the  MERF  instrumentation  is 
accomplished  at  least  30  days  before 
testing,  and  each  time  major 
modifications  or  repairs  are  performed 
on  the  instruments. 

A  detailed  startup,  calibration,  and 
operation  procedure  checklist  for  the 
MERF  is  included  (appendix  E). 

The  MERF  carries  a  full  complement  of 
working  gases  including: 

zero  gas  -  99.999  percent  pure 
nitrogen 

FID  fuel  -  40  percent  hydrogen  - 
60  percent  helium 
(less  than  1  ppm  THC) 
FID  air  -  hydrocarbon  free  (less 
than  0.1  ppm  THC) 

951  Hx  ozonator  -  100  percent 

oxygen 

All  calibration  gases  are  carried  in 
treated  aluminum  cylinders.  CO/CO2/ 
C3Hg/  O2/N2  are  carried  as  multi- 
component  mixtures  in  a  single  cylinder. 
All  calibration  gases  have  a  blend 
tolerance  of  +0/-5  percent,  analytical 
accuracy  of  ±1  percent  of  true  value 
for  concentrations  greater  than  100  ppm 
and  ±2  percent  of  true  value  for 
concentrations  less  than  100  ppm. 
Before  a  new  calibration  gas  is  placed 
into  operation  it  is  compared  to  the 
existing  calibration  curves  and 
National  Bureau  of  Standards  (NBS), 


TABLE  2. 


TEST  SEQUENCE  FOR  JT8D-7A  ENGINES 


Mode 

Power 

Engine 

Pressure 

Ratio 

1 

Idle  Out 

2 

Approach 

1.25 

3 

Intermediate 

1.50 

4 

Maximum  Cruise 

1.65 

5 

Maximum  Exc. 
Takeoff 

1.79 

6 

Takeoff 

1.98 

7 

Idle  In 

Standard  Reference  Material  (SRM)  gases. 
All  NBS/SRM  bottles  are  less  than  1  year 
old. 

MERF  OPERATIONAL  PROCEDURES . 

Prior  to  the  start  of  actual  testing  for 
emissions  on  the  JT8D-7A  engine,  concern 
was  expressed  by  the  contractor  that  the 
installation  of  the  sample  probe  on  the 
engine  exhaust  nozzle  would  create 
performance  shifts.  The  magnitude  of 
this  performance  shift  was  examined  by 
the  FAA  (reference  4).  It  was 
determined  that  apart  from  the  actual 
probe  size  (frontal  area  exposed  to  the 
airstream),  the  axial  downstream  probe 
location  was  a  primary  factor  affecting 
the  magnitude  of  the  performance  shift. 
The  axial  probe  location,  7  inches 
downstream  of  the  vertical  plane  of  the 
nozzle,  was  chosen  prior  to  testing.  It 
has  been  shown  that  this  probe  location 
provides  a  representative  emission 
sample  for  all  species  and  has  a  minimal 
effect  on  engine  performance.  Two 
calibration  engine  runs  were  conducted 
with  and  without  the  probe.  The  per¬ 
formance  shift  was  minimal  and 
acceptable  to  the  contractor. 
Subsequently,  all  engine  acceptance  and 
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emission  sampling  runs  were  conducted 
concurrently. 

The  sample  probe  was  attached  to  the 
exhaust  nozzle  before  the  engine  was 
mounted  in  the  test  cell.  After 
mounting,  the  sample  line  was  connected 
between  the  probe  and  the  MERF  and 
allowed  to  come  up  to  300*F.  The  MERF 
instrumentation  was  calibrated  prior  to 
engine  start  and  again  at  the  conclusion 
of  the  test.  During  all  engine  starts 
and  shutdowns,  the  sample  line  was 
reverse  flushed  with  nitrogen  gas  to 
preclude  any  fuel  from  entering  the 
sample  train. 


RESULTS 


GENERAL  COMMENTS. 

Aircraft  gas  turbine  engine  emission 
tests  were  conducted  to  provide  the 
following  categories  of  data: 

1.  Baseline  data  for  each  power  mode 
specified  in  the  Landing  Takeoff  (LTO) 
test  cycle. 
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TABLE  4.  SUMMARY  OF  AMBIENT  TEST  CONDITIONS 


Compressor 
Inlet  Temperature 


Tt9-*F) 


Compressor 
Inlet  Pressure 
(P-o-in/Hg) 


Dew  Point  (Grains  tfoO/lb,,,-,.) 


Minumum 

17 

29.60 

5 

Maximum 

42 

30.56 

20 

TABLE 

5.  AVERAGE  EMISSION  RATE  LEVELS 

MEASURED 

Idle  Out  (oi) 

Takeoff  (100X)  (oi) 

CliBb  (85X)  (oi) 

Approach  (30X)  (ai) 

Idle 

In  (oi) 

CO  (LB/HR) 

30.99 

(3.66) 

9.74  (2.1) 

9.49  (2.5) 

19.69  (5.22) 

32.25 

(2.85) 

THC  (LB/IIR) 

S.92 

(1.27) 

3.17  (0.71) 

3.42  (0.76) 

3.80  (1.57) 

8.80 

(1.01) 

ROx  (LB/HR) 

3.84 

(1.29) 

1S6.81  (11.06) 

111.03  (11.91) 

16.79  (3.97) 

3.27 

(1.33) 

where  0|  ■  standard  deviation. 

2.  Maintenance  and  overhaul  data  to 
evaluate  the  effects  of  engine  recon¬ 
ditioning  work  on  exhaust  emission 
levels. 

RESULTS  OF  BASE  LINE  TESTS  (LTO  CYCLE 

effects). 

Based  on  an  analysis  of  the  factors 
affecting  gas  turbine  engine  emissions 
(i.e.,  time  in  mode,  ambient  conditions, 
exhaust  fuel/air  ratio),  it  can  be  shown 
that  the  mode  conditions  having  the 
greatest  influence  on  the  gross 
pollutant  levels  produced  by  the 
combustion  process  are  idle  and  approach 
with  regard  to  carbon  monoxide  (CO)  and 
total  hydrocarbons  THC  while  the  takeoff 
and  climb  modes  produce  the  highest 
NO#  (table  5). 

Figures  5,  6,  and  7  present  baseline 
data  in  bargraph  form.  These  figures 
compare  the  total  emisaion 
characteristics  (EPA  parameter)  of  all 


the  Pan  Am  JT8D-7A  engines  tested  as  a 
function  of  the  EPA  standard  in  terms  of 
percent  of  standard.  The  average 
emission  rate  (ER)  data  that  were 
utilized  to  develop  the  "average  of 
seven  engines"  in  figures  5,  6,  and  7 
are  tabulated  in  summary  form  in 
table  5. 

The  data  from  the  overhauled  engines  are 
also  compared  to  new  JT8D-9  engine  data 
(reference  6)  which  were  obtained  by  the 
FAA  from  the  EPA.  The  new  data  were 
provided  to  the  EPA  by  PWA.  Both  the 
new  engine  data  and  the  overhauled 
engine  data  were  measured  using  JT8D 
engines.  The  comparison  of  the 
emissions  characteristics  is  shown 
in  figure  8.  From  the  figure  it  can  be 
seen  that  the  mid-points  of  the  maximum 
and  minimum  values  for  each  emission 
species  (i.e.,  new  engine  CO  mid-point 
versus  overhauled  engine  CO  mid-point) 
are  approximately  the  same.  The  data 
scatter  was  generally  uniform  between 
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the  maximum  and  minimum  values.  Maximum 
and  minimum  values  were  shown  in  this 
figure  (in  lieu  of  one  standard 
deviation  variability)  because  the 
Federal  Register  states  that  all  engines 
must  meet  the  standard.  It  can  be  seen 
that  the  mid-points  of  all  the  species 
exceed  the  Federal  limit.  THC  exceeds 
the  Federal  limit  by  over  500  percent, 
CO  by  over  225  percent,  and  N0X  by  200 
percent.  Both  sets  of  bargraphs  show  an 
overlapping  trend  which  indicates  that 
the  two  sets  of  data  are  generally 
similar  and  exhibit  output  levels  which 
are  in  reasonable  agreement.  The  new 
engine  data  show  a  greater  spread  in  the 
total  hydrocarbon  pollutant  because  (1) 
the  PWA  engine  test  data  represent  a 
data  base  measured  from  a  greater  number 
of  engines,  and  (2)  THC  measurement 
technology  was  not  as  well  developed  (as 
it  is  currently)  when  the  data  for  the 
new  engines,  that  were  utilized  in  this 
report,  were  collected.  The  FAA  data 
measured  at  the  Pan  Am,  New  York 
facility,  and  using  Pan  Am  overhauled 
engines  represent  a  data  base  derived 
from  seven  engines. 

Figures  9,  10,  and  11  provide  additional 
data  presentations  in  terms  of  Emission 
Indices  (El).  They  also  illustrate  the 
considerable  data  scatter  at  the  idle 
power  condition  (approximately  7,000  rpm 
on  N2)  for  the  CO  and  THC  species. 

In  conclusion,  it  can  be  noted  that  the 
seven  Pan  Am  JT8D-7A  engines  tested  and 
evaluated  under  this  project  work  effort 
did  not  meet  the  EPA  engine  standard 
(reference  1).  However,  the  data  do 
show  that  overhauled  engines  of  the  type 
tested  produce  emission  levels  which  are 
similar  and  comparable  to  the  emission 
levels  of  new  engines.  Spot  checks 
could  readily  be  made  at  periodic 
intervals  using  equipment,  instrumen¬ 
tation,  and  test  procedures  defined  and 
described  in  this  report.  A  spot  check 
test  of  an  engine  should  not  take  more 
than  2  to  3  hours  (maximum).  This  would 


include  the  time  required  to  install  and 
remove  the  test  probe  and  make  the 
necessary  hook-up  of  the  probe  sample 
line  to  the  MERF.  The  test  run,  itself, 
should  not  take  more  than  one  to  one  and 
a  half  hours  and  should  follow  the 
basic  format  of  the  landing  take  off 
(LTO)  cycle  described  herein. 


SUMMARY  OF  RESULTS 


1.  The  seven  JT8D-7A  aircraft  gas 
turbine  engines  tested  under  this 
project  did  not  meet  the  EPA  standards. 

2.  The  variability  of  the  CO  and  N0X 
emission  data  produced  by  the  seven  JT8D 
engines  under  this  project  is  similar  to 
the  variability  measured  by  PWA  in  new 
production  engines.  However,  the  new 
engine  THC  variability  was  significantly 
greater  than  the  overhauled  engines. 

3.  Satisfactory  data  can  be  measured  by 
using  the  test  procedures,  instrumen¬ 
tation,  and  equipment  defined  by  this 
report. 


CONCLUS IONS 


The  following  conclusions  are  based  on 
the  testing  accomplished  with  the  Pan  Am 
owned  JT8D-7A  aircraft  gas  turbine 
engines . 

1.  Data  variability  in  the  measurement 
of  aircraft  gas  turbine  engine  exhaust 
emissions  between  new  production  and 
overhauled  engines  appears  to  be  very 
similar. 

2.  If  an  engine  is  properly  overhauled 
the  emission  levels  produced  by  that 
engine  should  be  at  an  output  level  that 
is  comparable  to  a  newly  manufactured 
engine. 
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FIGURE  1.  QUARTERING  VIEW  OF  FAA  EMISSION  MEASUREMENT  PROBE  (DIAMOND  SHAPED) 
INSTALLED  ON  THE  EXHAUST  NOZZLE  OF  A  JT8D-7A  TURBOFAN  ENGINE 


JH<K 


FIGURE  2.  VIEW  LOOKING  FORWARD— INSTALLATION  OF  FAA  EMISSION  MEASUREMENT 
PROBE  (DIAMOND  SHAPED)  INSTALLED  ON  THE  EXHAUST  NOZZLE  OF  A 
JT8D-7A  TURBOFAN  ENGINE 


INSTALLED  VIEW  OF  FAA 
AND  SUPPORT  DETAILS 
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PERCENT 


FIGURE  5. 


TOTAL  EMISSION  CHARACTERISTICS —CARBON  MONOXIDE  (CO)- 
SEVEN  PWA  JT8D-7A  ENGINES  AFTER  OVERHAUL 
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NOTES 


1.  ENGINE  NO.  3  WAS  OPERATED 
WITH  A  HIGH  IDLE  SETTING. 

2.  THE  AVERAGE  TOTAL  TIME  PER 
ENGINE  WAS  19,000  HRS. 


FIGURE  6.  TOTAL  EMISSION  CHARACTERISTICS— UNBURNED  HYDROCARBONS 
(THC)— SEVEN  PWA  JT8D-7A  ENGINES  AFTER  OVERHAUL 
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PERCENT  OF  OXIDES  OF  NITROG 


NOTES 


1.  ENGINE  NO.  3  WAS  OPERATED 

WITH  A  HIGH  IDLE  SETTING 

2.  THE  AVERAGE  TOTAL  TIME  PER 

ENGINE  WAS  19.000  HRS. 


FIGURE  7.  TOTAL  EMISSION  CHARACTERISTICS— OXIDES  OF  NITROGEN 
(N0X)— SEVEN  PWA  JT8D-7A  ENGINES  AFTER  OVERHAUL 
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PERCENT  OF  EMISSION  STANDARDS 


FIGURE  8.  COMPARISON  OF  JT8D  ENGINE  EXHAUST  EMISSION  CHARACTERISTICS 
--NEW  ENGINE  DATA  VERSUS  OVERHAULED  ENGINE  DATA 


FIGURE  9.  VARIABILITY  IN  CARBON  MONOXIDE  EXHAUST  EMI S S IONS  — JT 8D- 7 A  ENGINES 


FIGURE  10.  VARIABILITY  IN  UNBURNED  HYDROCARBON  EXHAUST  EMISSIONS — JT8D-7A  ENGINES 


FIGURE  11.  VARIABILITY  IN  OXIDES  OF  NITROGEN  EXHAUST  EMISSIONS— JT8D-7A  ENGINES 
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APPENDIX  A 

EQUATIONS  FOR  CALCULATING  EMISSIONS  RESULTS 


Equation*  for  Calculating  Weight  of  Emissions:  These  equations  use  fuel 
tion  data  and  emission  concentration  values  that  are  expressed  on  either 
(actual)  or  dry  basis  of  measurement.  However,  within  any  one  equation, 
of  measurement  must  be  consistent  for  all  species. 
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APPENDIX  C 


FUEL  ANALYSIS 
Fourth  Quarter  1978 


ETF  A  (FN  72) 


Min. 

Avg. 

Max. 

Acidity  (ag.  KOH/ga) 

Total 

0.001 

0.003 

0.005 

Inorganic 

— 

NIL 

— 

Appearance 

CLEAR  AND  BRIGHT 

Aromatics,  Vol.  X 

17 

19 

20* 

Color,  Saybolt 

19 

26 

30 

Corrosion  -  Copper  Strip,  2  hr.  £  212*  F 

— 

J-l 

— 

Distillation 

10X  Evaporated,  *F 

356 

372 

386 

20X  Evaporated,  *F 

375 

382 

402 

SOX  Evaporated,  *F 

412 

425 

436 

90X  Evaporated,  *F 

454 

474 

486 

95X  Evaporated,  *F 

466 

485 

498 

Final  Boiling  Point,  *F 

488 

500 

528 

Residue,  Vol.  X 

1.0 

1.0 

1.0 

Loss,  Vol.  X 

1.0 

1.0 

1.0 

Flash  Point,  *F 

108 

118 

124 

Freezing  Point,  *F 

(-43) 

(-47) 

(-53) 

Gravity,  'API 

40.5 

42.7 

45.0 

Gum  Content  -  ag. /100ml. 

Accelerated 

— 

— 

— 

Existent 

0.3 

0.5 

0.7 

Heat  of  Combustion,  Met 

BTU/lb. 

18470 

18485 

18515 

BTU/U.S .  Gal. 

— 

— 

— 

Luminometer  Number 

45 

47 

50 

Naphthalene  Hydrocarbons,  Vol.  X 

— 

— 

— 

Olefins,  Vol.  X 

0.3 

0.5 

0.9 

Pour  Point,  *F 

— 

— 

— 

Smoke  Point,  mm 

— 

— 

— 

Sulphur  Content.  Wt.  X 

Mercaptan 

0.001 

0.002 

0.003 

Total 

0.10 

0.13 

0.18 

Thermal  Stability  £  300/400*  F 

Change  in  Pressure  Drop  in  S  Hrs. ,  "Hg" 

0.3 

0.5 

1.0 

Preheater  Deposits 

0 

0 

0 

Viscosity.  Centistokes  (Kinematic) 

f  P 

— 

— 

— 

9  -30*  P 

8.8 

10.7 

12.5 

Hater  Interaction 

Ml.  Change 

0.5 

0.5 

0.5 

Rating  of  Fuel  Interface 

1-B 

1-B 

1-B 

H.S.I.M. 

92 

96 

98 

FUEL  ANALYSIS 


First  Quarter  1979 


Grade  &  Formula  Mo, 

ETF 

A  (FN  72) 

Min^ 

Avg. 

Max. 

Acidity  (as.  KOH/gm) 

Total 

0.003 

0.006 

0.011 

Inorganic 

— 

Nil 

— 

Appearance 

CLEAR 

AND  BRIGHT 

Aromatics,  Vol.  X 

16 

18 

20* 

Color,  Saybolt 

18 

21 

28 

Corrosion  -  Copper  Strip,  2  hr.  @  212*  F 

— 

J-l 

— 

Distillation 

10Z  Evaporated,  *F 

348 

355 

369 

20X  Evaporated,  *F 

363 

369 

378 

SOX  Evaporated,  *F 

412 

415 

422 

90X  Evaporated,  *F 

470 

478 

488 

95X  Evaporated,  *F 

478 

490 

504 

Final  Boiling  Point,  *F 

500 

512 

528 

Residue,  Vol.  X 

1.0 

1.0 

1.0 

Loss,  Vol.  X 

1.0 

1.0 

1.0 

Flash  Point,  *F 

108 

116 

126 

Freezing  Point,  *F 

(-42) 

(-48) 

(-60) 

Gravity,  "API 

40.0 

42.0 

44.6 

Cua  Content  -  ag./lOO  ml. 

Accelerated 

Existent 

0.2 

0.4 

0.8 

Heat  of  Combustion,  Net 

BTll/lb. 

18465 

18480 

18510 

BTU/U.S.  Gal. 

— 

— 

-- 

Luminometer  Number 

45 

48 

53 

Naphthalene  Hydrocarbons,  Vol.  X 

— 

— 

— 

Olefins,  Vol.  X 

0.2 

0.3 

0.6 

Pour  Point,  *F 

— 

— 

— 

Smoke  Point,  mm 

— 

— 

— 

Sulfur  Content,  Ut.  X 

Mercaptan 

0.001 

0.002 

0.004 

Total 

0.07 

0.13 

0.18 

Thermal  Stability  9  300/400*  F 

Change  in  Pressure  Drop  in  5  Hrs.,  "Hg" 

0.4 

0.5 

0.9 

Preheater  Deposits  000 

Viscosity,  Centistokes  (Kinematic) 

9  O'  F 


f8> 

1 

u» 

o 

• 

8.65 

10.80 

12.20 

Hater  Interaction 

MI.  Change 

0.5 

0.5 

0.5 

Rating  of  Fuel  Interface 

1-B 

1-B 

1-B 

W.S.I.M. 

90 

94 

98 
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DETAILED  DESCRIPTION  OF  MERF. 


The  MERF  trailer  is  a  specially  designed,  transportable,  self-contained  environment 
for  emission  measuring  equipment  and  personnel.  The  unit  is  approximately  8  feet 
wide,  21  feet  long,  and  12  feet  high.  The  walls,  floors,  and  ceilings  contain 
high-  and  low-frequency  sound  absorbing  materials.  Access  to  the  operator's  area 
is  through  two  double  doorways. 

The  calibration  and  operating  gas  bottle  compartment  is  accessed  through  two  single 
doors  in  the  front  of  the  trailer.  External  left  and  right  side  generator  hatches 
allow  for  access  to  each  on-board  generator.  The  air-conditioning  unit  is  mounted 
on  the  rear  outside  wall  of  the  trailer. 

Commercially  available  electrical  power  is  the  primary  supply  for  the  unit.  A 
secondary  electrical  supply  system  consists  of  two  on-board,  engine-driven 
generators  which  allow  for  complete  remote  site  operation  in  areas  where  commercial 
power  is  unavailable.  The  two  engine-driven  generator  sets  include  one  ONAN 
four-cylinder,  four-cycle,  air  cooled,  12.5  kilowatt  (kW),  JC  series  unit;  and  one 
ONAN  two-cylinder,  four-cycle,  air  cooled,  7.5  kW,  JB  series  unit.  The  power 
requirements  are  220  or  208  volts  (V),  alternating  current,  single  phase,  40 
amperes  60  hertz.  Internal  to  external  and  vice-versa  power  switching  is  performed 
manually.  The  7.5  kW  generator  output  feeds  six  circuits  which  are  used  for  the 
analyzers,  gas  dryer,  and  switch  panel  power.  The  12.5-kW  generator  output  also 
feeds  six  circuits  which  connect  to  high  amperage  devices  such  as  the  air 
conditioner,  heated  sample  lines,  and  heated  enclosures. 

The  MERF  environmental  system  consists  of  a  Westinghouse,  two-ton,  "Whispair"  model 
UBO  36  kW  air-conditioning  package  and  two  Orbit  220  V  electrical  baseboard 
heaters.  The  air-conditioner  is  thermostatically  controlled.  The  baseboard 
heating  unit  in  the  operator  area  are  rated  at  2  kW  and  also  thermostatically 
controlled.  The  bottle  compartment  heater  is  rated  at  1  kW  and  has  an  integral 
thermostat . 

The  emission  sampling  systems  may  be  further  subdivided  into  the  sample  handling 
train,  bottled  gases,  recorders,  analyzers,  smoke  unit,  and  exhaust  manifold.  The 
sample  handling  train  consists  of  the  external  (to  the  trailer)  sample  line, 
internal  high  temperature  electrical  resistance  heated  lines,  high-temperature 
heated  enclosure,  gas  dryer,  internal  low-temperature  electrical  resistance  heated 
lines,  and  the  low-temperature  heated  enclosure  (see  figure  D-l). 

The  external  sample  line  is  a  Technical  Heater,  carbon  impregnated  teflon,  steel 
braided,  double  insulated,  heated  line  with  abrasion  resistant  covering.  The 
heating  element  generates  60  watts  (W)  per  lineal  foot  at  220  V.  A  built-in  ANSI 
type  J  thermocouple  controls  and  monitors  the  temperature.  Either  a  50-foot  or 
80-foot  sample  line  may  be  used.  For  attachment  to  the  MERF,  the  sample  line  uses 
two  connectors,  one  for  power  and  one  for  temperature  monitoring  and  control.  A 
stainless  steel  straight  through  quick  connect  is  used  for  the  tube  connector. 

The  internal  high-temperature  electrical  resistance  heated  lines  are  constructed 
using  type  304  stainless  steel  tubing  with  0.250-inch  outside  diameter  and 
0.028-inch  wall  thickness.  Teflon  port  connectors  are  used  to  insulate  the  tubing 
from  the  nonresistance  heated  elements  of  the  system.  Each  line  incorporates  a 
thermocouple  to  monitor  and  control  the  wall  temperature.  A  temperature  controller 
operates  a  variac  as  the  lines  are  electrically  resistance  heated.  The  variac 
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supplies  s  separate  high-current  isolation  transformer  which  outputs  approximately 
5  V  to  the  tubing.  Electrical  connections  to  the  tubing  are  made  through  standard 
316  stainless  steel  Svagelok  unions,  elbows,  etc.,  to  which  a  bolt  has  been  silver 
soldered. 

The  high-temperature  heated  enclosure  is  an  insulated  box  in  which  a  pump,  filter, 
valves,  and  strip  heaters  are  located.  The  pump  is  a  Metal  Bellows,  high  tempera¬ 
ture,  model  MB-158  unit.  The  filter  is  a  one-micron,  removable  cartridge,  non¬ 
bypassing  type.  The  sample/room  air  valve  is  a  four-port  ball  type  with  an  air 
operator.  The  flame  ionization  detector  (FID)  sample  valve  is  a  two-port  normally 
open  solenoid  operated  valve.  Three  strip  heaters  of  250  W  each  were  used  to  heat 
the  box.  A  door  on  the  box  allows  access  to  the  filters  and  other  internal 
components  for  inspection  or  servicing.  A  type  J  thermocouple  monitors  air 
temperature  in  the  box  and  also  operates  a  temperature  controller  for  the  strip 
heaters. 

The  low-temperature  electrical  resistance  heated  lines  are  constructed  similar  to 
the  high-temperature  lines;  however,  a  variac  is  not  used.  The  low-temperature 
heated  enclosure  consists  of  an  insulated  box,  a  Metal  Bellows  model  MB-158  pump, 
two  electrical  strip  heaters,  1  micron  scintered  metal  type  filters,  solenoid 
valves  and  three  fine  metering  valves.  The  box  has  removable  top  and  sides  for 
component  servicing  and  a  terminal  strip  for  electrical  connections.  The  fine 
metering  valves  are  used  to  adjust  the  flow  to  all  the  analyzers  except  the 
Beckman  model  402.  The  three-way  solenoid  valves  are  used  to  select  the  span 
gases  and  the  gas  dryer  (wet  or  dry)  mode.  The  sample  port  position  of  the  valves 
is  normally  open. 

The  gas  dryer  is  a  Hank i son,  series  E,  compressed  air  dryer,  model  E-2  GSS.  The 
CO-CO2  sample  may  be  routed  through  the  dryer  before  being  analyzed.  Whether 
the  dryer  is  selected  or  not,  all  bypassed  sample  flow  is  dried. 

The  MERF  cylinder  compartment  contains  10  regulated  cylinders  for  operating  the 
analyzers.  Seven  cylinders  contain  reference  gases  for  interpreting  instrument 
response.  The  other  three  cylinders  contain  analyzer  operating  gases.  Three  of 
the  reference  cylinders  contain  mixed  span  gases  of  carbon  monoxide  (CO)  carbon 
dioxide  (CO2),  propane  (CjHg),  and  Nitrogen  (N2)  balance.  The  highest  concen¬ 
tration  cylinder  also  contains  oxygen  (O2)  (table  D-l).  The  three  other  reference 
gases  are  nitric  oxide  (NO)  in  various  concentrations.  Nitrogen  is  used  to  zero 
all  analyzers.  In  the  Beckman  402  the  flame  is  sustained  by  a  hydrogen/helium 
mixture  (FID  fuel),  and  hydrocarbon  free  air  (FID  air).  Oxygen  is  used  for  ozone 
generation  in  the  Beckman  951  Hx.  All  gases  are  electrically  selected  from  the 
switch  panel  at  the  operator's  station  (figure  D-2). 

Five  gas  analyzers  are  mounted  on  a  vibration  dampened  panel  in  the  operator's 
area.  The  analyzers  are  connected  through  valves  and  tubing  to  the  sample  handling 
train,  bottled  gases,  and  the  exhaust  manifold  (figure  D-3). 

The  CO2  analyzer  is  a  Beckman  model  864  nondispersive  infrared  unit.  The  CO2 
concentration  is  determined  by  the  differential  measurement  of  the  absorption  of 
infrared  energy  between  a  reference  cell  and  the  sample  cell.  It  is  ranged  0-5 
percent,  0-3  percent,  and  0-1  percent  by  volume.  The  CO  analyzer  is  a  Beckman 
model  865  nondispersive  infrared  unit.  This  unit  is  similar  to  the  864  except  that 
the  sample  and  reference  cells  are  considerably  longer,  thereby  sampling  a  greater 
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volume  and  increasing  Che  sensitivity  to  much  lower  concentrations.  It  is  ranged 
0-1000  parts  per  million  (ppm),  0-400  ppm,  and  0-100  ppm  by  volume. 

The  total  hydrocarbon  (THC)  analyzer  is  a  Beckman  model  402  FID.  The  THC  concen¬ 
tration  is  determined  by  passing  a  sample  through  a  hydrogen  flame  in  which  a 
complex  ionization  process  charges  polarized  electrodes  proportional  to  the  rate 
at  which  carbon  atoms  enter  the  burner.  For  the  purposes  of  this  testing,  it  is 
ranged  0-10  ppm,  0-50  ppm,  0-100  ppm,  and  0-500  ppm  propane  by  volume.  The  model 
402  is  modified  for  linear  operation  at  very  high  THC  concentrations  to  improve  its 
repeatability.  Modifications  to  this  analyzer  are  described  in  detail  in  refer¬ 
ence  5.  A  metering  valve  was  also  installed  downstream  of  the  filter  to  control 
all  flow  in  the  analyzer  from  the  front  panel.  A  replacement  temperature  controller 
and  thermocouple  were  also  installed  to  decrease  its  temperature  cycling 
characteristics. 

The  oxides  of  nitrogen  N0X  are  measured  by  a  Beckman  model  951  Hx,  atmospheric 
pressure,  heated,  chemil luminescent  analyzer.  The  NO  concentration  is  determined 
by  the  reaction  of  nitric  oxide  and  ozone.  The  light  emitted  is  proportional  to 
the  NO  concentration.  The  N0X  can  be  measured  by  converting  nitrogen  dioxide 
(NO2)  to  NO  in  a  thermal  converter  then  routing  it  to  the  reaction  chamber.  The 
analyzer  is  ranged  0-10  ppm,  0-25  ppm,  0-100  ppm,  0-250  ppm,  and  0-1000  ppm  by 
volume. 

The  O2  analyzer  is  a  Beckman  model  OM-11  with  a  polarographic  sensor.  An  advanced 
sensor  and  amplification  system  combine  to  make  this  analyzer  an  extremely  fast 
responding  and  highly  accurate  instrument.  The  O2  concentration  is  determined  by 
a  polarized  voltage  applied  between  two  electrodes  behind  a  permeable  membrane 
which  allows  the  diffusion  of  oxygen.  This  produces  a  current  flow  directly 
proportional  to  the  oxygen  partial  pressure  to  which  the  sensor  is  exposed.  The 
02  pick-up  head  receives  the  sample  from  the  outlet  of  the  CO2  analyzer. 

The  emission  system  exhaust  manifold  provides  a  slightly  lower  than  atmospheric 
pressure  environment  into  which  is  routed  the  analyzer  exhausts  and  the  bypassed 
sample  flow.  The  manifold  routes  the  flow  under  the  floor  into  the  bottle  compart¬ 
ment  exhaust  fan  where  dilution  and  discharge  into  the  air  occur. 

Three  Beckman  model  8720-2-03,  dual  channel,  dry  stylus  strip  chart  recorders  are 
used  to  continuously  monitor  CO,  CO2,  THC,  N0X,  and  O2  outputs.  The  recorders 
are  used  only  as  a  visual  assurance  of  stabilized  emission  levels  prior  to  data 
acquisition. 

The  MERF  data  acquisition  system  includes  a  H-P  9830A  calculator,  9866A  thermal 
printer,  3495A  scanner,  3490A  multimeter,  9865A  cassette  memory,  and  a  9868A 
input/output  expander.  The  analyzer  outputs,  ranges  and  gas  solenoid  valve 
positions  are  electrically  routed  to  the  scanner.  The  data  acquisition  program 
uses  this  information  to  compute  concentrations,  store  the  data  on  tape,  and  output 
hard  copy  for  each  data  point  taken  (figure  D-4). 

The  communications  system  is  a  David  Clark  model  U3400  utility  intercom  system.  It 
consists  of  an  amplifier/power  supply,  junction  boxes,  extension  cords,  belt 
stations  and  headsets.  Inside  the  MERF  are  connections  for  three  belt  stations/ 
headsets.  An  additional  connection  is  reserved  for  external  hookup  to  the  MERF, 
but  with  junction  boxes  and  extension  cords,  one  may  place  as  many  as  30  headsets 
on  the  line  at  distances  of  up  to  2,000  feet.  All  headsets  attenuate  outside  noise 
up  to  90  dB  and  are  wired  for  600  ohm  operation. 


FIGURE  D-3 


MERF  BOTTLE  COMPARTMENT--OPERATINC./REFERET;CE  GAS 
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MERE  TEST  CALIBRATION  AND  OPERATIONAL  PROCEDURE 
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1.  Connect  sample  line 

2.  Change  PID  filter 

3.  Turn  on  heater  control  circuit  breaker 

4.  Turn  on  FID  heat  controller 

5.  Turn  on  data  acquisition  system  power 

6.  Turn  on  all  gas  bottles 

7.  Turn  on  cylinder  room  fan 

8.  Log  bottle  pressure  (at  end  of  test) 

Note:  Change  gas  bottles  at  200  psi,  enter  change  on  "MERF  calibration 
data"  tape. 

9.  Verify  heater  controls  are  set  properly 

High  temperature  lines  -  300*F 
High  temperature  box  -  300*F 
Sample  line  -  320#F 
Low  temperature  lines  -  150*F 
Low  temperature  box  -  150*F 
FID  oven  -  300°  F 

10.  Set  Sensotec  pressure  selector  to  "TEST",  set  indicator  balance  and  span 

11.  Set  pressure  selector  to  FID 

12.  Switch  Panel: 


A.  Turn  on  dryer 

B.  Select  wet  or  dry 

C.  Open  drain  for  3  seconds 

D.  Turn  on  ozone 

E.  Select  purge/room  air 


13.  Data  Acquisition  System  Startup 

A.  Insert  "MERF  Operation  Programs"  into  primary  tape  drive 

B.  Insert  "MERF  Calibration  Data"  into  No.  3  tape  drive 

C.  Key  in  "Load  2  Execute",  then  "Run  Execute" 

D.  Follow  instructions  to  "Input  Rdg.  I.D." 


15.  951  H*  Analyzer: 

A.  Turn  on  ozonator 

B.  Select  span 

16.  402  Analyzer: 

A.  Select  "override" 

B.  Set  fuel  and  air  pressure  to  "start" 

C.  Depress  ignitor;  hold  until  flame-out  indicator  goes  off 

D.  Select  "normal" 

E.  Do  not  increase  air  pressure  at  this  time 

17.  864  Analyzer: 

A.  Select  "tune" 

B.  Verify  correct  oscillator  tuning  of  40 

18.  865  Analyzer: 

A.  Select  "tune" 

B.  Verify  correct  analyzer  tuning  of  40 

19.  Turn  on  chopper  motor  switch 

20.  402  Analyzer: 

A. Increase  fuel  and  air  pressure  to  normal  settings 

21.  CM- 11  Analyzer: 

A.  Depress  "operate" 

22.  Perform  leak  check 

A.  Open  dryer  drain  for  3  seconds 

23.  Shut  off  pumps 

24.  Analyzer  standardization: 

A.  Determine  next  calibration  number  by  checking  previous  day's  data  in 
log  book  or  "TLIST"  zero/span  check  tape 

B.  Key  calibration  I.D.  number 

C.  Select  zero  gas  to  all  analyzers 

D.  Select  most  sensitive  ranges  used 

E.  Adjust  flows  and  pressures 

F.  Use  calculator  keys  to  set  zero 

G.  Select  least  sensitive  ranges 

H.  Select  HI  span  to  all  analyzers 

I.  Adjust  flows  and  pressures 

J.  Use  calculator  keys  to  set  span 

K.  Select  zero  gas 

L.  Select  most  sensitive  ranges  used 

M.  Recheck  zero  settings 
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N.  Record  zero  data  (continue  program) 

O.  Select  least  sensitive  range 

P.  Record  data 

Q.  Select  HI  span 

R.  Stabilize 

S.  Record  data 

T.  Select  MID  span 

U.  Stabilize 

V.  Record  data 

W.  Select  MID  range 

X.  Stabilize 

Y.  Record  data 

Z.  Select  LO  span 
AA.  Stabilize 

BB.  Record  data 
CC.  Select  LO  range 
DD.  Stabilize 
EE.  Record  data 

FF.  Select  room  air/probe  purge 
GG.  Stabilize 
HH.  Record  data 

25.  Prior  to  engine  start: 

A.  Pumps  off 

B.  Select  probe  purge/room  air 

C.  Turn  on  nitrogen  gas  purge  and  adjust  to  5  psi 

26.  After  engine  start: 

A.  Turn  off  purge 

B .  Pump  on 

C.  Select  proper  range  for  engine  power  (response  greater  than  40  percent 
full-scale  on  all  analyzers,  if  possible) 

D.  Select  sample 

E.  Verify  correct  flows  and  pressures 

F.  Verify  proper  system  operation 

G.  Check  temperatures 

H.  Select  room  air 

27.  Sampling: 

A.  Select  sample  1  minute  before  end  of  engine  stabilization  period 

B.  Select  proper  ranges  for  engine  power 

C.  Key  in  proper  "Reading  I.D." 

D.  Verify  correct  analyzer  flow  and  pressure 

E.  Verify  correct  402  analyzer  auxiliary  range  setting 

F.  Verify  correct  951  H*  analyzer  mode 

G.  Verify  data  acquisition  system  is  flashing  "STAND  BY" 

H.  At  test  engineer's  signal  select  sample  on  data  acquisition  system 
for  1  minute 
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I.  Switch  off  data  acquisition 

J.  Allow  tiae  for  data  to  store  on  tapes 

K.  Select  room  air 

28.  Analyzer  Restandardization: 

(At  least  once  per  test  sequence  or  every  30  minutes,  whichever  is 
sooner,  all  analyzers  must  be  restandardized.) 

A.  Key  in  next  calibration  I.D.  number 

B.  Select  zero  gas  to  all  analyzers 

C.  Select  most  sensitive  range  used 

D.  Adjust  flows  and  pressures 

E.  Record  data 

F.  If  any  data  is  greater  than  2  percent  off  of  target,  use  keys  to  reset 
zero 

G.  Key  in  next  calibration  I.D.  number 

H.  Record  adjusted  data 

I.  Select  least  sensitive  range 

J.  Select  HI  span  gas 

K.  Adjust  flows  and  pressures 

L.  Record  data 

M.  If  any  data  is  greater  than  2  percent  off  of  target,  use  keys  to  reset 
span 

N.  Key  in  calibration  I.D.  number 

O.  Record  adjusted  data 

P.  Set  up  for  sampling  (see  step  27) 


